
OVEN1 Basic Operating Instructions 
• START your reservation in the Kiosk section of the iLab website.
• Press the Page key until “SP°C” is displayed

• Use the ↓ and ↑ keys to change the temperature setpoint (600°C 
Max)

• Press the Page key 3 more times to go back to temperature display

• Return oven to 80°C when finished

• For advanced features consult 301 Controller Manual on website

• FINISH your reservation in the Kiosk section of the iLab website


